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Abstract: Haptics provides sensory stimuli that represent the interaction with a virtual or tele-
manipulated object, and it is considered a valuable navigation and manipulation tool
during tele-operated surgical procedures. Haptic feedback can be provided to the user
via cutaneous information and kinesthetic feedback. Sensory subtraction removes the
kinesthetic component of the haptic feedback, having only the cutaneous component
provided to the user. Such a technique guarantees a stable haptic feedback loop, while
it keeps the transparency of the tele-operation system high, which means that the
system faithfully replicates and render back the user's directives. This work focuses on
checking whether the interaction forces during a bench model neurosurgery operation
can lie in the solely cutaneous perception of the human finger pads. If this assumption
is found true, it would be possible to exploit sensory subtraction techniques for
providing surgeons with feedback from neurosurgery. We measured the forces exerted
to surgical tools by three neurosurgeons performing typical actions on a brain
phantom, using contact force sensors, whilst the forces exerted by the tools to the
phantom tissue were recorded using a load cell placed under the brain phantom box.
The measured surgeon-tool contact forces were 0.01 - 3.49 N for the thumb and 0.01 -
6.6 N for index and middle finger, whereas the measured tool- tissue interaction forces
were from six to eleven times smaller than the contact forces, i.e., 0.01 - 0.59 N. The
measurements for the contact forces fit the range of the cutaneous sensitivity for the
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human finger pad, thus, we can say that, in a tele-operated robotic neurosurgery
scenario, it would possible to render forces at the fingertip level by conveying haptic
cues solely through the cutaneous channel of the surgeon's finger pads. This approach
would allow high transparency and high stability of the haptic feedback loop in a tele-
operation system
Response to Reviewers: REVIEWER 1
Comment no. 1:
The methodology of the submitted work is good and, since it is a bench model, it might
allow to replace other similar systems presented in previous works. However, the
authors should make an extra effort to increase the clarity of the text. The added
section 2 is a good help to put the work in context. However, section 1 appears as too
long and lacks focus. I would recommend to severely shorten section 1 and merge it
with section 2.
Our answer:
We thank the reviewer for the positive opinion on our work. To improve the clarity of
the introductory part, we have removed an example of sensory substitution reference
and an example of sensory subtraction application reference. Moreover, we have
merged Section 2 Related Works with Section 1 Introduction, which now comprises the
related works as a subsection.
Comment no. 2:
Also section 5 could be reorganized to strengthen the papers conclusion.
Our answer:
We have modified Section 4 Discussion as follows
“The aim of this work was to check whether the interaction forces during a bench
model neurosurgery operation would be small enough to lie in the solely cutaneous
perception of the human finger pads. This would enable the use of sensory subtraction
techniques for providing surgeons with feedback from neurosurgical operations. In our
acquisition, we measured surgeon-tool contact forces in a range 0.01-3.49 N for
sensors pressed by the thumb, and in a range 0.01-6.6 N for sensors stimulated by the
index and the middle finger. Although median values belonging to these
measurements are similar to those measured with the other tools, surgeons did exert
greater forces with the spatula, with a maximum value reaching a peak of 6.6 N.
Significant differences among the medians of the thumb contact sensor and the index-
middle finger contact sensor were found in the penetration task with the spatula (p <
0.025).
Since our results fit the sensitivity range of the finger pad characterized by Lederman
[13] (see Table 1(a))—with few exceptions coming from the tasks performed with the
spatula—we deem that our work has reached its aim. This means that the surgeon-tool
contact forces meet the requirements for the use of sensory subtraction techniques
[23,24] in a tele- operated robotic neurosurgery scenario. This kind of forces can be
rendered by exploiting the solely surgeons finger pads cutaneous channel, since it
comprises forces that are lower than the threshold from which the haptic perception
switch from the cutaneous to the kinesthetic channel. A tele-operated neurosurgery
system in which the haptic feedback is given to the operator by means of sensory
substitution techniques, would be highly transparent and it would be more stable than
one where the complete haptic feedback is provided. However, the present study is
intended to be just a preliminary step on the feasibility of this approach. The
applicability of these techniques in a tele-operated robotic neurosurgery context is in
the scope of future works.” (from line 12, Section 4 Discussion, left column, Page 11 to
line 27, Section 4 Discussion, right column, Page 11).
Morever, we modified Section 5 Conclusion as follows
“In this paper, we analyzed if the forces exerted on tools by surgeons performing
neurosurgery would be small enough so that sensory subtraction techniques could be
valid and useful in a tele-operated robotic neurosurgery scenario. Measured forces are
lower than 3.5 N, with few exceptions and can be rendered by conveying haptic cues
just through the cutaneous channel of surgeons finger pads, thus skipping the
kinesthetic component of the haptic feedback. Tool-tissue interaction forces are in
general lower than 0.4-0.5 N, with few exceptions, and in line with the relevant
literature. A tele-operated neurosurgery system designed on this base would be highly
transparent, and it would be more stable than those systems where a complete haptic
feedback is provided. Improvements to this work can be achieved by exploiting the
robotic grasp theory into the surgeon-tool contact forces analysis [41], i.e., by
mathematical modeling of the tools and the surgeons fingers. In this way, we think we
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can improve the insight on the contact force information at the fingertip level.”
REVIEWER 2
Comment no. 1:
This is a very comprehensive experimental study that looks into interaction forces that
are manifested at the hand-tool and tool-tissue levels during a simulated neurosurgery.
The authors found that hand-tool interaction forces were dominant in most procedures
and suggested that this form of cutaneous information is relatively more crucial for a
haptic perception during tele-operated surgery, as compared to kinesthetic information
at the tool-tissue level.
Our answer:
We really thank the reviewer for the useful comments. In what follows, our
modifications and answers are highlighted.
Comment no. 2:
Abstract
“sensory stimuli displaying” => “sensory stimuli that represents”
The aim of this study needs to be better clarified, as the current aim seems to suggest
that interaction forces can be rendered to the user through the use of sensory
subtraction; however, the study solely looked into the interaction forces exhibited
during a simulated neurosurgery and did not venture further into rendering the haptic
feedback for a teleoperated procedure, using the proposed technique.
Our answer:
We thank the reviewer for the useful comment. The aim of our study is to check if the
interaction forces during a bench model neurosurgery are small enough to lie in the
cutaneous perception threshold of the human fingertip. If this is true, then we could
provide the human operator with the sole cutaneous component of the haptic feedback
coming from a tele-operated robotic neurosurgery scenario. In other words, this would
allow us to exploit sensory subtraction techniques for providing surgeons with the
proper feedback. What was not clear from our manuscript, is that it is not in the scope
of this study to actually render this force to the surgeons. This is a preliminary study on
the feasibility of this apporach.
To better clarify the aim of the work, we have modified the Abstract as follows
“This work focuses on checking whether the interaction forces during a bench model
neurosurgery operation can lie in the solely cutaneous perception of the human finger
pads. If this assumption is found true, it would be possible to exploit sensory
subtraction techniques for providing surgeons with feedback from neurosurgery.” (lines
13-19, Abstract, right column, Page 1).
Moreover, we have modified Section 5 Discussion as follows
“The aim of this work was to check whether the interaction forces during a bench
model neurosurgery operation would be small enough to lie in the solely cutaneous
perception of the human finger pads. This would enable the use of sensory subtraction
techniques for providing surgeons with feedback from neurosurgical operations. In our
acquisition, we measured surgeon-tool contact forces in a range 0.01-3.49 N for
sensors pressed by the thumb, and in a range 0.01-6.6 N for sensors stimulated by the
index and the middle finger. Although median values belonging to these
measurements are similar to those measured with the other tools, surgeons did exert
greater forces with the spatula, with a maximum value reaching a peak of 6.6 N.
Significant differences among the medians of the thumb contact sensor and the index-
middle finger contact sensor were found in the penetration task with the spatula (p <
0.025).
Since our results fit the sensitivity range of the finger pad characterized by Lederman
[13] (see Table 1(a))—with few exceptions coming from the tasks performed with the
spatula—we deem that our work has reached its aim. This means that the surgeon-tool
contact forces meet the requirements for the use of sensory subtraction techniques
[23,24] in a tele- operated robotic neurosurgery scenario. This kind of forces can be
rendered by exploiting the solely surgeons finger pads cutaneous channel, since it
comprises forces that are lower than the threshold from which the haptic perception
switch from the cutaneous to the kinesthetic channel. A tele-operated neurosurgery
system in which the haptic feedback is given to the operator by means of sensory
substitution techniques, would be highly transparent and it would be more stable than
one where the complete haptic feedback is provided. However, the present study is
intended to be just a preliminary step on the feasibility of this approach. The
applicability of these techniques in a tele-operated robotic neurosurgery context is in
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the scope of future works.” (from line 12, Section 4 Discussion, left column, Page 11 to







“performance improvements haptics brings” => “performance improvement that haptics
can bring” Page 2: “those obtain during” => “those obtained during”
Page 2: “kinestethic” => “kinesthetic”
Page 3: “Our approach consisted in” => “Our approach consisted of”
Methods
Page 4: “one or the contact point” => “one for the contact point”
Page 5: “resulting three dimensional measurements” => “resultant three dimensional
measurements” Page 7: “performed trial a synchronization” => “performed trial, a
synchronization”
Our answer:
We thank the reviewer for the useful typo corrections. We had fixed the highlighted
errors.
Comment no. 5:
Page 7: What are the assumptions made by the authors to assume that the tool-tissue
interaction forces at the tool-tip can be directly determined via a transformation of the
force measurements acquired by the load cell?
Our answer:
We thank the reviewer for the useful remark. In the manuscript, we assumed that the
rigidity of the connection between the load cell and the gelatin container would permit
to project the force measurements of the load cell onto the tool tips. To better clarify
this point, we added
“The rigidity of the materials between the gelatin and the load cell, i.e., the ABS base
(see Figure 1(b)) and the gelatin container (see Figure 1(c)), permits to assume that
the tool-tissue interaction forces at the tool-tip g{TiT }(t) can be directly
s,k,j
determined via a transformation of the force measurements acquired by the load cell
g{F} (t).” (lines 19-25, Section 3 s,k,j
Materials and Methods, left column, Page 8).
Comment no. 6:
Discussion
Page 11: “it not suffer of instability”. Pls correct this phrase.
Page 11: “future works.r than 1N”. Pls correct this phrase.
Our answer:
We thank for the corrections. We had fixed the highlighted sentences.
Comment no. 7:
What do the authors mean by “introducing a human hand model into the surgeon-tool
contact forces analysis”? Are they referring to a finite element analysis?
Our answer:
We thank the reviewer for having pointed out this possible misunderstanding. In fact,
we were not referring to a finite element analysis, but to a grasp analysis. The 1-DoF
contact force sensors are able only to acquire the force component normal to the
surface of the tool where the sensor is attached. This measured normal component is
in fact a combination of the three actual components applied by the surgeon. By using
the grasping theory, as such described in [41] D. Prattichizzo and J. C. Trinkle,
Grasping, Springer Handbook of Robotics, Springer, 2008, pp. 671-700, i.e., by
mathematical modeling of the tools and the surgeons’ fingers, it would be possible to
isolate from the 1-DoF contact force measurements the real normal force, which could
be lower than the actual measured one.
To make this clearer to the reader, in the conclusive section, we modified the last
paragraph as
“Improvements to this work can be achieved by exploiting the robotic grasp theory [41]
into the surgeon-tool contact forces analysis, i.e., by mathematical modeling of the
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tools and the surgeons fingers. In this way, we think we can improve the insight on the
contact force information at the fingertip level.” (lines 8-14, Section 6 Conclusion, left
column, Page 12).
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Abstract Haptics provides sensory stimuli that repre-
sent the interaction with a virtual or tele-manipulated
object, and it is considered a valuable navigation and
manipulation tool during tele-operated surgical proce-
dures. Haptic feedback can be provided to the user via
cutaneous information and kinesthetic feedback. Sensory
subtraction removes the kinesthetic component of the
haptic feedback, having only the cutaneous component
provided to the user. Such a technique guarantees a sta-
ble haptic feedback loop, while it keeps the transparency
of the tele-operation system high, which means that the
system faithfully replicates and render back the user’s
directives. This work focuses on checking whether the
interaction forces during a bench model neurosurgery
operation can lie in the solely cutaneous perception
of the human finger pads. If this assumption is found
true, it would be possible to exploit sensory subtraction
techniques for providing surgeons with feedback from
neurosurgery. We measured the forces exerted to sur-
gical tools by three neurosurgeons performing typical
actions on a brain phantom, using contact force sensors,
whilst the forces exerted by the tools to the phantom
tissue were recorded using a load cell placed under the
brain phantom box. The measured surgeon-tool contact
forces were 0.01 - 3.49 N for the thumb and 0.01 - 6.6 N
for index and middle finger, whereas the measured tool-
tissue interaction forces were from six to eleven times
smaller than the contact forces, i.e., 0.01 - 0.59 N. The
measurements for the contact forces fit the range of the
cutaneous sensitivity for the human finger pad, thus, we
can say that, in a tele-operated robotic neurosurgery
scenario, it would possible to render forces at the fin-
gertip level by conveying haptic cues solely through the
cutaneous channel of the surgeon’s finger pads. This ap-
proach would allow high transparency and high stability
of the haptic feedback loop in a tele-operation system.
Keywords Haptic Rendering; Contact Forces; Brain
Phantom Forces; Neurosurgery.
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1 Introduction
Haptics refers to touch interactions and physical
contacts during perception or manipulation of objects.
Haptic rendering provides the user with sensory
stimuli related to the virtual or tele-operated remote
scenario, transmitting sensory information about the
manipulated objects, or tissues [1]. Haptics is widely
considered a valuable navigation and manipulation
tool during tele-operated surgical procedures [2,3]. In
fact, it allows detecting local mechanical properties
of the tissue being manipulated and distinguishing
the presence of vessels [4,5]. Moreover, force feedback
has been shown to enhance operators’ performance in
tele-operation in terms of completion time of a given
task [6], accuracy [7], and surgical safety [8]. Eventually,
tele-operated systems with force feedback also allow
recording the motions and forces, which can be used in
training simulators [9,10].
Visual and auditory feedback are easily replicable
with screen and head-cuffs, but haptic feedback is less
trivial to transmit [11]. To best render the touch sensa-
tion which occurs at the slave side of a tele-operation
surgical system, understanding how haptic feedback
can be provided to the operator is essential. Haptic
sensation can be provided as cutaneous (tactile) and
kinesthetic (force) information [12]. The former is
represented by the pressure stimuli induced with skin
deformation, whereas the latter concerns information
coming from physical involvement of muscles. Tactile
and kinesthetic perceptions have different thresholds,
as described in physiology literature. Concerning the
former, the sensitivity of the finger pads is best in
the force range 0.05 to 3.5 N, [13]. In [14,15], the
authors determined the absolute threshold for touch
force perception on the fingertip as being 0.8 mN,
whereas in [16,17] the threshold for the activation of an
individual’s pressure sensors ranges from 0.06 to 0.2 N
per cm2. Regarding kinesthetic perception, the overall
mechanoreceptors system has a resolution of 0.06 N,
with a differential threshold of 7%, [18].
Achieving best performance for haptic rendering in
tele-operated robotic surgery is equivalent to finding
the best trade-off between having a system with high
transparency, i.e., in which the tele-operated part of
the system is able to faithfully replicate and render
back the user’s directives, and having a stable haptic
feedback loop, where unwanted oscillations — which
may be unsafe for the human operator and the remote
environment — are filtered out, [19]. Stability issues
result from communication latency in tele-operation,
hard contacts, relaxed grasp of the user, and other
destabilizing factors [20]. Such issues can be solved
by reducing actuators at the user side, i.e., no force
feedback is provided to the user end-effector, or by
using appropriate control strategies. An approach for
controlling the amount of kinestesia introduced into
the system by the human operator is called “sensory
substitution”. This term refers to those techniques
which provide the brain with information coming from
a sensory domain, typically visual information from the
visual system and the eyes, by means of receptors and
pathways of another sensory system, often represented
by the skin and somatosensory system, [21]. Using
sensory substitution techniques in the haptic loop of a
tele-operation scenario was proved to be an intrinsically
stable approach [22], because the human does not
receive kinesthetic feedback from slave side of the
tele-operation system.
Nevertheless, stability comes at a cost: a complete
substitution of haptic sensations at the operator side
drastically reduces the transparency of the system. One
way to recover this loss is to feed only the cutaneous
part of the haptic feedback to the operator. Since the
kinesthetic component (which can lead to instability)
is removed from the complete haptic feedback, this
approach is stable as the sensory substitution tech-
nique. In [23], the authors coined the term “sensory
subtraction” for referring to this approach, which is
not a complete haptic substitution, in the sense that
it keeps only the cutaneous part of the force feedback
and removes the kinesthetic feedback. In the same
work, the authors proved that, during tele-operated
needle insertion, a cutaneous-only feedback approach
allowed a shorter task completion time and a lower
penetration beyond a set of virtual fixture, compared
to a complete cutaneous-and-kinesthetic feedback
approach. In [24], the authors decoupled the control
of the two haptic interaction components by using a
wearable cutaneous device together with a grounded
haptic device. A grounded haptic display is an haptic
devices which is portable, but cannot be moved during
its use, i.e., it is fixed during its usage, [25]. In contrast,
a wearable haptic device is usually lightweight and
can be worn by the operator. They scaled down the
kinesthetic component of the haptic feedback through
the grounded interface, compensating this lack of force
feedback with the cutaneous device. Compared to the
lack of kinesthetic feedback, they obtained improved
performance using such compensation technique and,
in some conditions, performance comparable to the one
registered while using the grounded interface alone.
In this work, we present a study focusing on tool
contact forces and interaction forces with tissue during
neurosurgery. Since the cutaneous perception range of
the human finger pads is limited from 0 to 3.5 N—as
shown by Lederman in [13], if the interaction forces in
play during neurosurgery are small enough to fit it, then
we can render such forces as haptic feedback by using
only the cutaneous channel of the fingetip. This would
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enable scenarios in which sensory subtraction techniques
are used for tele-operated robotic neurosurgery. Our
approach consisted of using contact force sensors to
obtain the contact forces exerted by neurosurgeons to
the surgical tools, whereas a load cell placed under brain
phantom measured the tool-tissue forces.
1.1 Related Works
Although sensory subtraction and sensory substi-
tution techniques could be efficiently employed in
tele-operation scenarios — including robotic surgery,
brain tissue mechanical characteristics make the haptic
rendering a challenging task during neurosurgery [26,
27]. Chen et al. [28] measured penetration forces with a
motor-driven force gauge apparatus while inserting a
3.0-mm ventricular shunt catheter at constant speed of
0.33 mm/s in a 0.6% agarose gel phantom, 0.8% agarose
gel phantom, and in in vivo pig brain. The penetration
transient is less than 0.1 N of insertion force for all the
three cases studied. A recent study about the forces ex-
erted on a cadaver brain tissue by robotic tele-operated
arm during arachnoid dissection has been conducted
by Marcus et al. [29], using a six DoFs robotic system
and a six DoFs force/torque sensor placed at the
end-effector. Measured forces exerted during carrying
incision or tissue retraction were approximately 0.2 N,
with low variability. Another interesting study has been
proposed by Maddahi et al. [30], where the authors
have conducted four operations in which the neuroArm
surgical system [27] was employed to surgically remove
brain tumors. The authors employed a bipolar forces
and a suction tool, linked to the robot end-effector
via two six DoFs force/torque sensors. Regarding the
interaction forces applied by the robot end-effectors to
the brain tissue, the authors measured maximum force
of 1.86 N, with mean values of 0.38 N±0.05 N for the
bipolar forceps and 0.21 N±0.03 N for the suction tool.
In [31], the authors fixed strain gauges between a probe
mechanical advancer and two types of probes, i.e., a
2.5-mm stainless-steel sphere and a standard 3.0-mm
ventricular catheter and performed experiments on,
in vivo, human brain tissue. In their study, the forces
necessary to penetrate the brain ranged from 0.02 to
0.15 N, with an average of 0.08 N. Forces are influenced
by the instruments size and geometry of the tip [32,
33]. In [32], the authors investigated how the change
of the shape and size of the probe tip would influence
the magnitude of the force needed to insert the two
cylindrical and one sharpened tip in a mouse brain.
The resulting force ranges are from 0.32 to 1.61 N for
the olfactory bulb insertion and from 0.51 to 2.48 N
for the cortex insertion. One last strong example of
instrumentation of surgical tool for evaluating the
interaction forces during neurosurgery is the work of
Rosen et al., [34]. In [34], the authors instrumented
a laparoscopy grasper with a six DoFs force/torque
sensor, in order to check if it was possible to evaluate
surgeon skills from the interaction forces exerted to
the tissue, using Markov models. In this study, they
measured that novice surgeons exerted greater forces
w.r.t. expert surgeons.
Even though several studies have already been
proposed to measure the interaction forces during
neurosurgery both in vivo and in vitro, to the best
of our knowledge, an exhaustive study on the type
of haptic feedback information in this context is still
missing, especially regarding the cutaneous perception.
On this regard, compared to the works presented above,
our technique is superior, even if performed on a bench
model, since: i) it considers three “realistic” scenarios,
each of them corresponding to one tool; ii) its methodol-
ogy is reproducible and repeatable, without constraints
on the number of models that can be reproduced; iii)
it employs more sensors—a load cell under the gelatin
model and multiple 1-DoF contact force sensors on
the tools; iv) it can be used to acquire several par-
ticipants, without being restrained to the real operation.
The rest of paper is organized as follows. In Section 2,
materials used, acquisition setup, and the experimental
protocol are described. In Section 3, results are pre-
sented, whereas in Section 4 such results are discussed.
In Section 5, conclusions are drawn and future works
are addressed.
2 Materials and Methods
Our experimental setup was divided in two parts, one
related to the contact force exerted to surgical tools
and one concerning the interaction forces with the hu-
man brain phantom. Three neurosurgical tools were
instrumented with 1-DoF contact force sensors and with
passive retro reflective optical markers. Soft tissue mim-
icking material, replicating human brain tissue, was
placed over a 3-D printed plastic plate, rigidly fixed
over a six DoFs force/torque load cell, which measured
force interactions between tool and tissue. The contact
force sensors were connected to an acquisition board
connected to a desktop PC (PC1), whereas the load cell
and the optical localization system were connected to a
laptop workstation (PC2). In what follows, a detailed
description of the brain phantom, the used sensors, and
the proposed methods is given.

































Figure 1: The acquisition setup was composed by a (c) soft
tissue mimicking phantom placed over a (b) Acrylonitrile
Butadiene Styrene (ABS) 3-D printed plate, fixed over a (a)
six DoFs force/torque load cell. The ABS 3-D printed plate
and each tool (e) were localized with passive retro reflective
optical markers. Tools were instrumented with (d) contact
force sensors, whereas the underlying load cell acquired the
force exerted to the brain phantom. The (f) PC1 was used for
the contact force sensors measurements acquisition, while (g)
PC2 for the optical localization system and load cell measure-
ments acquisition. Load cell reference frame {F}, ABS base
reference frame {P}, ABS passive optical markers reference
frame {B}, world reference frame {W} (which is also the
optical localization system reference frame), ith tool passive
optical markers reference frame {TiB}, i ∈ T, contact forces
sensor reference axis xˆf , ith tool tip reference frame {TiT },
and all the homogeneous transformation H are shown.
2.1 Human brain replica and sensors
Human brain phantom
Parittotokkaporn et al. [35] suggested how to replicate
the human brain tissue by using a mixture of gelatin and
water. We replicated the human brain tissue mechanical
proprieties with a mixture of gelatin and water, similarly
to [35,36,37]. In particular, we used 7% gelatin, shaping
the resulting mixture as a solid uniform block. No tissue
was applied and no texture was replicated on the surface
of the phantom. The gelatin was stored in a refrigerator
for at least eight hours before its usage. For each surgeon
who performed the interaction tasks with the brain
phantom, a new gelatin preparation was used, to avoid
degradation of the shape and to standardize the response
of the material. All the surgeons agreed that the brain
phantom was in line with human brain consistency. The
phantom was rigidly fixed to an Acrylonitrile Butadiene
Styrene (ABS) plastic platform, depicted in Figure 1(b).
The system composed by the box and the platform was
placed over the load cell, depicted in Figure 1(a).
Contact force sensors
For measuring the contact forces exerted on the tools,
we fixed Force Sensing ResistorTM (FSRTM) sensors
(400 and 408 series, Interlink Electronics Inc., Camarillo,
CA, USA) on three neurosurgical tools, i.e., a bipolar
forceps (BI), a spatula (SP), and a suction tool (SU).
Surgeons were asked to held the bipolar forceps and the
spatula between the thumb (T ) and the index finger (I),
whereas the suction tool had to be hold between the
thumb, the index, and the middle finger (M ).
In details (see Figure 2),
– The bipolar forceps was instrumented with two
FSRTM408 sensors, one for the contact point of the
thumb (BIT ) and one for the contact point of the
index finger (BII). The bipolar forceps is commonly
used in neurosurgery for safe and precise grasping
and manipulating of tissue; in some medical context,
e.g., electrosurgery, the bipolar forceps is also used
to cut, coagulate, desiccate, or fulgurate tissue.
– The spatula was instrumented with three FSRTM
408 sensors, one for the contact point of the thumb
(SPT ), one for the contact point of the index finger
(SPI), and one for a side of the tool, for a possible
third contact point, (SPS). The spatula is used for
retracting and cutting brain tissue. In general, the
tip of the spatula is bent in order to give the sur-
geon better maneuver abilities, without occluding
the operation workspace.
– The suction tool was instrumented with three
FSRTM400 sensors, one for the contact point of the
thumb (SUT ), one for the contact point of the in-
dex finger (SUI), and one sensor for a third contact
point on the tool (SUM ). The suction tool is used
to destroy tissue and to aspirate excessive liquids.
We defined the tool set as T = {BI, SP, SU}, and the
contact force sensors set as F = {F1 ∪ F2 ∪ F3}, where
F1 = {BIT , BII}, F2 = {SPT , SPI}, F3 = {SUT ,
SUI , SUM}. Contacts at the SPS sensor never occurred,
thus, in the rest of the manuscript, it was considered
not active.
Each contact force sensor mounted on the surgical tools
has 1-DoF, i.e., xˆf axis in Figure 1(d), and measures
f(t) ∈ ℜ, t > 0, that is, the amount of force applied by
the surgeon’s finger at the point where the sensor is
attached. We are not interested in the orientation of the
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Figure 2: Upper row: Force Sensitive Resistors fixed on the surgical tools, (a) FSRTM 408 series, (b) FSRTM 400 series. Lower
row: instrumented surgical tools, (c) bipolar forceps, (d) spatula, (e) suction tool. The contact force sensors are indicated by
dotted arrows. BIT and BII are the contact force sensors on the bipolar forceps at the contact points of the thumb and of the
index, respectively. SPT , SPI , and SPS are the contact force sensors on the spatula at the contact points of the thumb, of the
index, and of the side sensor, in fact not active, respectively. SUT , SUI , and SUM are the contact force sensors on the suction
tool at the contact points of the thumb, of the index, and of the middle finger, respectively.
contact forces, but only at their magnitude. Therefore,
in the rest of the manuscript, we will not consider the
orientation of the xˆf axes.
The tips of the bipolar forceps are two pointed ends
with a width of 10 mm, a height of 3 mm, and a thickness
of 1.9 mm each. The tip of the spatula is rounded, with
a width of 30 mm, a height of 12 mm, and a thickness
of 2.3 mm. The tip of the suction tool is a cylindrical
extremity, with a width of 30 mm and a radius of 2 mm.
FSRTM sensors come with a nominal thickness
of 0.35-0.40 mm and a weight lower than 1 g, and
does not affect the shape and the weight of the
surgical tool once installed. For our application, we
removed most of the sensor tip, which has a length
of 622.3 mm, reducing the total length of the sensors
to approximately 20 mm. The active area along the
width dimension of the FSRTM 408 sensor strip is 5.08
mm, thus we can estimate the maximal contact area
to be 101.6 mm2 (∼ 1 cm2) for BI and SP. Since the
contact areas on the suction tool are smaller than
those on the other two tools, we installed on it three
FSRTM 400 series sensors. The active area of one of
these sensors is a circular section of radius 2.54 mm,
resulting in a maximal contact area of 20.27 mm2
(∼ 0.2 cm2) for SU. Both series of FSRTM contact
sensors have a full scale of 10 N, a resolution of 0.01
N. For the contact force values acquisition, we used a
National Instruments DAQ acquisition board (National
Instruments Corporation, Austin, TX, USA), which was
connected to PC1, running a customized Labview [38]
interface. The sensors outputs were amplified by a
standard operational amplifier TLO74CN, working as
inverting configuration, with a reference voltage of 9 V.
The acquisition frequency for the contact force sensors
was set to 1000 Hz (see Section 2.2). To obtain force
measurements from voltage values, a calibration of the
FSRTM sensors was carried out by performing cycles
of load/unload of known weights, from 10 g to 350 g,
and curve fitting on the acquired points. In the range
0-200 g, the calibration curve was considered linear
(R2 = 0.99, RMSE = 8.862 g).
Multi-Axis load cell
For measuring the interaction forces between the tool
and brain phantom, a six DoFs Gamma Multi-Axis
ATI force/torque Sensor (Gamma, ATI Industrial
Automation, Apex, NC, USA) was placed under the
soft tissue brain phantom box. The sensor has full scale
of 32 N, resolution of 0.01 N, and sampling rate up
to 7000 Hz. The load cell was connected to PC2, a
laptop workstation running an open real-time control
framework OROCOS [39], for the acquisition of the
force values.
We defined {F} as the load cell reference frame system,
and we denoted force measurements in this reference
frame system as g{F}(t) ∈ ℜ3, t > 0. In this work, we
are interested in the forces applied by the tools to the
human brain replica, thus we did not consider the
torque components measured with the load cell. Conse-
quently, resultant three dimensional measurements are
transformed onto the tool tip reference frame systems,
and the first component, i.e., that in line with the main
dimension of the tool, is selected (see Section 2.2 for
details).
Optical localization system
In order to estimate the interaction force vector directed
at each tool axis (xˆT in Figure 1), an NDI Polaris Vicra
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optical localization system (Northern Digital Inc., Water-
loo, Canada) was used. The optical tracking system has
an acquisition frequency of 20 Hz, with a static accuracy
of 0.25 mm. A triad of passive retro reflective markers
was fixed to each surgical tool, depicted in Figure 1(e),
and to the ABS platform, depicted in Figure 1(b). The
passive markers are visible in Figure 2(c)-(d)-(e). The
optical localization system was connected to PC2, the
same machine used for the acquisition of the load cell
values.
2.2 Experimental Protocol and Data Processing
Experimental protocol
Three neurosurgeons (S1, S2, and S3) performed inter-
action tasks with the brain phantom, while surgeon-tool
contact forces and tool-tissue interaction forces measure-
ments were collected.The three neurosurgeons defined
the surgeons set S. S3 has wide previous experience in
neurosurgery, whilst S1 and S2 are completing neurosur-
gical training. The interaction list was designed with the
help of an expert neurosurgeon, who did not participate
to the data acquisition.
This research was conducted on healthy adult volunteers
not paid for the participation. They were briefed about
the task and its scope and afterward signed an informed
consent, including the declaration of having no conflict
of interest. All of them were able to give autonomously
the consent. The experiment did not involve any col-
lection of biological material or drug administration.
The participation in the experiment did not involve the
processing of genetic information or personal data (e.g.
health, sexual lifestyle, ethnicity, political opinion, reli-
gious or philosophical conviction), neither the tracking
of the location or observation of the participants. Our
organizations do not require any IRB review for cases
like the one scope of this study.
The interaction list, equal for all the participants, was
composed of the following eight tasks, each taken three
times, sorted in a pseudo-random order:
1. Texture test with bipolar forceps (BiC): The user
touches the brain phantom surface with the tool tips
slightly opened, having care to not penetrate the
material.
2. Penetration test with bipolar forceps (BiP): The user
places the tool tips slightly opened on the surface of
the brain phantom and then gently enter in it. The
tool tip has to enter for approximately 10 mm, i.e.,
the uncovered portion of tool tip. The task is over
when the user exits the material, by following the
same direction of entrance.
3. Grab test with bipolar forceps (BiG): The user enters
the soft tissue mimicking material for approximately
10 mm, keeping the tool tips opened. Then, the user
simulates a grasp, and eventually exit the material
keeping the tool closed.
4. Texture test with spatula (SpC): The user touches
the brain phantom with the tool tip, having care to
not enter inside the material.
5. Cut test with spatula (SpK): The user enters the
brain phantom for approximately 20 mm with the
tool tip, cutting the surface. Then, the user exits
following the same direction along which the tool
was inserted.
6. Displacement test with spatula (SpD): The user in-
serts the tool tip inside one of the cuts previously
done with the cut task. Once the tool is inside, the
user displaces part of the material, simulating the
intention to look inside the displaced part. Then, the
user pulls out the tool from the material, following a
direction perpendicular to the tissue surface. In the
interaction list, the task SpD always came after the
task SpK.
7. Texture test with suction tool (SuC): The user
touched the brain phantom with the tool tip, having
care to not enter inside the material.
8. Penetration test with suction tool (SuP): The user
penetrates the brain phantom for approximately 20
mm with the tool tip. Then, the user exits from the
material by the same direction along which the tool
was inserted.
The eight tasks defined the task set K = {K1∪K2∪K3},
where K1 = {BiC, BiP, BiG}, K2 = {SpC, SpK, SpD},
and K3 = {SuC, SuP}.
Each element of the interaction list was performed four
times, N = 4, interacting with the brain phantom along
the borders of an abstract square placed over the tissue
(see Figure 1(c)). The interaction list included 24 tasks,
resulting in 96 trials per surgeon.
During the trials, surgeons were asked to perform the
tasks as natural as possible, with no requirements on
completion time. However, surgeons were asked to avoid
touching the gelatin container, since such contacts
invalidate the load cell measurements, since a contact
with the container implies that the simulation does not
include only the brain tissue but also the skull.
Remark: Texture test tasks, i.e., BiC, SpC, and SuC,
are motivated by the fact that some neurosurgery
procedures require surgical tools to be in contact with
the brain tissue. A particularly clear example is the
cortical stimulation mapping procedure, in which the
tool, i.e. the electrode, is placed on the brain at specific
different brain sites, to test motor, sensory, language,
or visual functions. Still regarding these tasks, even if
no specifications on applied forces were given, surgeons
were asked to not penetrate the tissue.
Remark: In the penetration tasks, i.e., BiP, SpK, and
SuP, specifying a fixed penetration length permitted
us to uniform different surgeons behaviors, so that
penetrations by different surgeons were performed in
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same way.
Each task in the interaction list was composed by
three consequential phases: synchronization, interaction,
and resting phase (see Figure 4(a-b)(1-3)). During the
synchronization phase, the surgeon approached the
acquisition setup, in comfortable position (see Figure 3),
the brain phantom box was fixed over the ABS plate,
the load cell was reset, and the surgeon produced a
force spike on one of the contact sensors of the tool
in use, while the tool itself was lying on the gelatin
container above the load cell. This force spike was
measured both by the contact sensor and the load cell,
and it was used to oﬄine synchronize the stream of
signals recorded, by aligning the two spikes. Examples
of force spikes are visible in Figure 4(a-b)(1). In the
subsequent interaction phase, the surgeon executed
N times the current task. In the resting phase, the
surgeon was free to leave the acquisition set and the
data recording was stopped.
Data processing
Each sensor used in the data acquisition has its
own sampling rate. The load cell can stream data
through ethernet connection up to 7000 Hz, the
optical localization system runs at 20 Hz, whereas
the sampling rate of the contact force sensors depend
on the acquisition board setup. We uniformed the
sampling rates by setting the operational frequency
of the acquisition setup to 1000 Hz and then by
down-sampling the load cell frequency to 1000 Hz
and by over-sampling the optical localization system
to 1000 Hz. With this choice we aim to avoid any
possible contact sensor measurements loss, by keeping
high frequency components of the contact forces, at
the cost of having several replicated measurements
for the localization system. In fact, this choice is
equivalent to the assumption that the tools do not
move more than 0.25 mm in a time range of 50 ms, for
all the trials, i.e., the velocity of each tool is always
lower than 5 mm/s. Eventually, for each performed
trial, a synchronization step was needed, as previously
described for the synchronization phase of a task.
In order to transform force measurements acquired
by the load cell onto the tool tips reference frame sys-
tems, we firstly defined,
– {W} as the world reference frame, represented by
the optical localization system base frame,
– {P} as the reference frame of the ABS plate,
– {B} as the reference frame of the passive optical
retroreflective markers attached to the ABS plate,
Figure 3: Setup for interaction forces acquisition. The surgeon
is performing the cut test with spatula (SpK). The (a) multi-
axis load cell, the (b) passive optical markers on the tool and
on the ABS plate base, and (c) the brain phantom are visible,
whereas the (d) ABS plate and the contact force sensors are
partially occluded.
– {TiB} as the reference frame of the passive optical
retro reflective markers attached to the ith surgical
tool, i ∈ T,
– {TiT } as the i




∈ ℜ4×4 as the rigid homogeneous transformation
between {P} and {F}, computed using the CAD
model of the ABS plate,
– HB
P
∈ ℜ4×4 as the rigid homogeneous transformation




∈ ℜ4×4 as the rigid homogeneous transforma-





∈ ℜ4×4 as the rigid homogeneous transforma-
tion between {W} and {TiB}, computed using the








∈ ℜ4×4 as the rigid homogeneous transforma-
tion between {TiB} and {T
i
T }, computed using a
pivoting procedure.
Reference systems are shown in Figure 1.
Then, for each task j in the interaction list and
for each surgeon s, the measured contact forces are
specified as fs,k,j,c(t) ∈ ℜ, t > 0, where c ∈ F are
the contact force sensors considered in the task,
s ∈ S, k ∈ K is the type of task performed, i ∈ T
is the and j = 1, . . . , 24. In each task, only the rele-
vant contact forces sensors measurements were recorded.
Using the notation just introduced, we specify the
measurements applied by the ith tool, i ∈ T, to the load
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cell w.r.t. the tool tip reference frame {TiT }, g
{TiT }
s,k,j,c(t) ∈


























































The rigidity of the materials between the gelatin
and the load cell, i.e., the ABS base (see Figure 1(b))
and the gelatin container (see Figure 1(c)), permits
to assume that the tool-tissue interaction forces at
the tool-tip g
{TiT }
s,k,j (t) can be directly determined via a
transformation of the force measurements acquired by
the load cell g
{F}
s,k,j(t).
We were interested in the xˆT axis of the tool
tip reference frame, that is, the first component of
g{T
i
T }. Therefore, in the following, we considered only
these first component, denoted as gs,k,j(t) ∈ ℜ, t > 0
(following the above-introduced notation), and referred
to as “tool-tissue interaction forces”.
We manually selected, for each task j in the interac-
tion list of each surgeon s,
– four maximal values for each relevant contact force
sensor, fmaxs,k,j,c,n
– four minimal values for each relevant contact force
sensor, fmins,k,j,c,n
– four maximal values from the load cell measurements,
gmaxs,k,j,n
where j = 1, . . . , 24, c ∈ F, and n = 1, . . . , 4.
Only the relevant contact force sensors were considered:
c ∈ F1 for the bipolar forces, c ∈ F2 for the spatula, and
∈ F3 for the suction tool. Moreover, S1 never stimulated
the contact sensor SUI while S2 and S3 did not apply
forces on SUM . Therefore, we combined values from
these two sensors in a single sensor data measurements,
which was referred to as SUM−I in the following.







where k ∈ K, s ∈ S, c ∈ F, j = 1, . . . , 24, and
n = 1, . . . , 4. Since each neurosurgeon performed 96
trials, we collected 288 measurements per surgeon, hav-
ing three values per trial, i.e., two FSRTM sensors for
the contact forces and one load cell for the brain tissue
forces, with a total amount of 864 measurements.
In order to compare the performances of the three
surgeons, Kruskal-Wallis tests (α level of 0.05, Bon-
ferroni correction) and multiple comparison procedures
as follow-up test were performed on surgeon-tool contact
forces and tool-tissue interaction forces.
3 Results
Surgeon-tool contact forces: Figure 5a shows measure-
ments of the surgeon-tool contact forces, computed us-
ing (1) at the thumb (left columns), and at the index and
middle finger (right columns), expressed in N, collected
by tasks. As far as the thumb contact is concerned (left
columns, Figure 5a), all the surgeons behaved similarly
within a forces range of 0.01 - 3 N, with only one excep-
tion for the spatula task SpD reaching 3.49 N. As far
as the index and middle finger contacts are concerned
(right columns, Figure 5a), we can highlight that for the
task concerning the bipolar forceps the three surgeons
seldom exerted forces greater than 1 N. A similar con-
sideration can be made for the suction tool, for which
the surgeons did not exert forces greater than 3 N. Ex-
ceptions to these force ranges are tasks performed with
the spatula. Although median values belonging to these
measurements are similar to those measured with the
other tools, surgeons did exert greater forces with this
tool, with a maximum value reaching a peak of 6.6 N.
Significant differences among the medians of the thumb
contact sensor and the index-middle finger contact sen-
sor were found in the task SuP (p < 0.025).
Tool-tissue interaction forces: Figure 5b shows the values
for the measured tool-tissue interaction forces, expressed
in N, collected by tasks. For the texture tasks, i.e., BiC,
SpC, and SuC, we can note that the values of the mea-
sured forces are rarely higher than 0.1 N. In fact, these
tasks are trivial touches of the brain phantom, thus this
behavior was expected. Greater forces were detected
during the other tasks, especially during penetration
tasks such as SpK and SuP. For these interactions, we
measured the maximum force values, with the highest
value of 0.59 N. Significant differences between medians
were found for the three tasks with the spatula and for
the two tasks with the suction tool.
4 Discussion
In this work, we measured the interaction forces
between neurosurgeons and surgical tools (surgeon-tool
contact forces) and between surgical tools and a brain
phantom (tool-tissue interaction forces), during cutting
and penetration tasks. Table 1 summarizes our collected
measurements, and it presents range comparisons
between our data and the closest works in literature.




































































Figure 4: Example of displacement test with spatula (SpD) performed by S1. (a)-upper figure: surgeon tool contact forces
measured by the contact sensors: continuous and dotted line represent the thumb fS1,SpD,·,SPT ,· and the index sensor
fS1,SpD,·,SPI ,· measurements. (a)-lower figure: magnification of (a)-upper figure: interaction phase, stars and crosses represent
the maxima and the minima selected in the trial, respectively. (b) tool-tissue interaction forces measured by the load cell:
the continuous line represents the measurements of the tool-tissue interaction forces g along the xˆT axis of the spatula tool.
(b)-lower figure: magnification of (b)-upper figure: interaction phase, stars represent the maxima selected in the trial. Both
figures: (1) synchronization phase, (2) interaction phase, (3) resting phase. In (1), force spikes used for the oﬄine synchronization
of the signals are visible.
As a general result, the tool-tissue interaction forces
were very low w.r.t to those measured by the contact
force sensors. For the sensors activated by the thumb,
i.e., BIT , SPT , and SUT , the surgeon-tool contact forces
were up to around six times higher than what applied
to the brain phantom (first row of Table 1a over first
row of Table 1b). For the sensors activated by the
index and middle finger, i.e., BII , SPI , and SUM−I ,
the surgeon-tool contact forces were up to around
eleven times higher than the tool-tissue interaction
forces (second row of Table 1a over first row of Table 1b).
Although we used a bench model for simulating the
interaction between the surgical tools and the brain
tissue, our load cell measurements are justified by the
model of the brain phantom we used, and by forces
measurements obtained by studies on real tele-operated
and non operations, present in literature.
The brain phantom we used in this work was already
proposed in literature [35,37], and the neurosurgeons
who participated at our acquisition agreed that
its texture was similar to the one of in vivo brain
tissue. In this regards, Gefen et al. [40] showed that
the mechanical characteristics of brain tissue were
statistically indistinguishable in vivo and in vitro. Thus,
our results are comparable with in vitro acquisitions.
In [29], the authors presented forces measurements on
cadaver brain tissue, and they reported median forces
values between 0.00 and 0.18 N when interacting with
cerebrum tissue using a spatula (second row of Table 1b).
The authors used a six DoFs force/torque sensor, but
we assume that the reported force values are computed
as the Euclidean norm of the solely force components.
Maddahi et al., [30], measured the interaction forces
during four robot-assisted neurosurgical operations.
The authors employed a bipolar forces and a suction
tool, linked to the robot end-effector via two six DoFs
force/torque sensors. Regarding the interaction forces
applied by the robot end-effectors to the brain tissues,
the authors measured maximum force of 1.86 N, with
mean values of 0.38 N±0.05 N for the bipolar forceps
and 0.21 N±0.03 N for the suction tool. Howard et
al. [31] measured a similar force range (0.02-0.15 N)
when penetrating in vivo brain tissue with a standard
ventricular catheter (third row of Table 1b). Sharp et
al. [32] measured how the shape and the size of probes
influence the force needed for inserting cylindrical and
sharpened tips in a mouse brain. The resulting force
ranges were from 0.32 to 1.61 N and 0.51 to 2.48 N, for
olfactory bulb and cortex insertion, respectively (fourth
row of Table 1b). All four works [29,30,31,32] presented
procedures similar to our. Nevertheless, they did not
consider the haptic perception at the surgeon’s fingertip,
focusing only on forces applied to cadaver [29], mouse
brain [31], and in vivo tissue [30,32]. Eventually, the
interaction force values presented by these works are



































BiC BiG BiP SpC SpD SuC SuP
Tasks
BII , SPI , SUM−I
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(b)
Figure 5: Surgeon-tool contact forces and tool-tissue interaction forces: (a) measurements from the contact force sensors pressed
by the thumb, i.e., BIT , SPT , and SUT , and by the index and middle fingers, i.e., BII , SPI , and SUM−I , expressed in N,
collected by tasks; (b) measurements from the load cell, expressed in N, collected by tasks. Both figures: for each task, the
medians, the 25th and the 75th percentiles of the samples, the whiskers for the minimal and maximal values are shown. Outliers
are depicted with circles. Significant differences between medians are marked with horizontal brackets.
in-line with our acquisition, especially when considering
median values (see red dashes in Figure 5(b)). For this
reason, we believe that our results have an application
for what concern the haptic rendering in tele-operated
robotic surgery.
Moreover, when compared to a real operation
data measurements, our bench model has several
strengths: i) possibility to repeat the performed trials
on customizable brain phantoms, which is not possible
for real surgery; ii) very accurate measurements of
the tool-tissue interaction forces, thanks to the load
cell placed under our brain phantom container—which
in real operations is not possible to place; iii) very
accurate measurements of the surgeon-tool contact
forces, which due to the lightweight propriety of the
contact sensors, are really faithful to those in play when
no sensor is mounted on the tool.
As far as tool-tissue interaction forces are concerned,
when using the bipolar gripper, all three surgeons
perceived up to 0.5 N on the contact forces on the
thumb and the index, while tool tissue interaction
forces were less than 0.05 N, which is around the
minimal threshold for the kinesthetic perception [18]
(see Table 1(a)). When using the spatula, tool-tissue
interaction forces were greater and well above the
sensitivity thresholds for kinesthetic feedback, whereas
for the suction tool kinesthetic perception was above
threshold in case of penetration, while cutting resistance
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Measured surgeon-tool contact forces and finger pad
sensitivity ranges
Range [N]
Surgeon-tool contact forces - Thumb 0.01-3.49
Surgeon-tool contact forces - Index-Middle f. 0.01-6.6
Human finger pad sensitivity - Lederman, [13] 0.05-3.5
(a)
Measured tool-tissue interaction forces and relevant works
force ranges
Range [N]
Tool-tissue interaction forces 0.01-0.59
Marcus et al., [29] 0.00-0.18+
Maddahi et al., [30] 0.38± 0.05b
0.21± 0.03s
Howard et al., [31] 0.02-0.15
Sharp et al., [32]∗ 0.32-1.61†
0.51-2.48o
+ Interaction with cerebrum tissue.
b Bipolar forceps.
s Suction tool.
∗ Performed on a mouse brain.




Table 1: Measured surgeon-tool contact forces and tool-tissue
interaction forces. (a) Comparison of the surgeon-tool contact
forces with human finger pad sensitivity (Lederman, [13]). (b)
Comparison tool-tissue interaction forces with related works in
literature (Marcus et al., [29], Maddahi et al., [30], Howard et
al., [31], Sharp et al., [32]).
was too small to be perceived.
As far as contact forces are concerned, each surgeon
behaved similarly, and differences were due to the
particular chosen grip. Since each surgeon has a slightly
different grip of the tool, different positions of the
sensors would have been needed for each different
person. Determining the best measurements for the
interaction forces bring some criticisms. Also, the
experience and the different training duration of a
surgeon strongly influence the way she/he grips the tool.
We fixed the position of the contact sensors and asked
the surgeons to hold the tool in the way we specified.
The aim of this work was to check whether the
interaction forces during a bench model neurosurgery
operation would be small enough to lie in the solely
cutaneous perception of the human finger pads. This
would enable the use of sensory subtraction techniques
for providing surgeons with feedback from neurosurgical
operations.
In our acquisition, we measured surgeon-tool contact
forces in a range 0.01-3.49 N for sensors pressed by the
thumb, and in a range 0.01-6.6 N for sensors stimulated
by the index and the middle finger. Although median
values belonging to these measurements are similar to
those measured with the other tools, surgeons did ex-
ert greater forces with the spatula, with a maximum
value reaching a peak of 6.6 N. Significant differences
among the medians of the thumb contact sensor and
the index-middle finger contact sensor were found in the
penetration task with the spatula (p < 0.025).
Since our results fit the sensitivity range of the finger pad
characterized by Lederman [13] (see Table 1(a))—with
few exceptions coming from the tasks performed with
the spatula—we deem that our work has reached its aim.
This means that the surgeon-tool contact forces meet
the requirements for the use of sensory subtraction tech-
niques [23,24] in a tele-operated robotic neurosurgery
scenario. This kind of forces can be rendered by exploit-
ing the solely surgeon’s finger pads cutaneous channel,
since it comprises forces that are lower than the thresh-
old from which the haptic perception switch from the
cutaneous to the kinesthetic channel. A tele-operated
neurosurgery system in which the haptic feedback is
given to the operator by means of sensory substitution
techniques, would be highly transparent and it would
be more stable than one where the complete haptic
feedback is provided. However, the present study is in-
tended to be just a preliminary step on the feasibility
of this approach. The applicability of these techniques
in a tele-operated robotic neurosurgery context is in the
scope of future works.
5 Conclusion
In this paper, we analyzed if the forces exerted on tools
by surgeons performing neurosurgery would be small
enough so that sensory subtraction techniques could be
valid and useful in a tele-operated robotic neurosurgery
scenario. Measured forces are lower than 3.5 N, with
few exceptions and can be rendered by conveying haptic
cues just through the cutaneous channel of surgeon’s
finger pads, thus skipping the kinesthetic component of
the haptic feedback. Tool-tissue interaction forces are
in general lower than 0.4-0.5 N, with few exceptions,
and in line with the relevant literature. A tele-operated
neurosurgery system designed on this base would be
highly transparent, and it would be more stable than
those systems where a complete haptic feedback is pro-
vided. Improvements to this work can be achieved by
exploiting the robotic grasp theory into the surgeon-tool
contact forces analysis [41], i.e., by mathematical model-
ing of the tools and the surgeons fingers. In this way, we
think we can improve the insight on the contact force
information at the fingertip level.
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